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(Fromn the Departmiientt of Medicinte antd Suirgery, State Untiversity of New York, Upstate
Medical Centter, Syracuse, N. Y.)

(Submitted for publication May 19, 1959; accepted July 23, 1959)

In the selection of patients for mitral commis-
surotomy, accurate assessment of the amount of
mitral regurgitation on a clinical basis may be
extremely difficult (1). Hence, the indicator dilu-
tion techniique, which offers some possibility for
detection and a quantification of the regurgitant
flow, has been widely applied to this problem in
patients (2-5). However, as much of the work
has been done in patients in whom precise quanti-
fication of the amount of insufficiency was not pos-
sil)le, experimental proof of the value of the tech-
nique in detectinig knowni amounts of regurgita-
tion is lacking. For this reason it was felt to be
important to evaluate the technique in an experi-
mental preparation in which the regurgitant flow
could be controlled and measured. To do this,
regurgitation was produced in the open-chested
dog by an external polyvinyl shunt between the
left ventricle and the left auricle. With this prepa-
ration, miiultiple comparisons between curves ob-
tained with the shunt open and closed could be
made, the amount of regurgitation could be meas-
ured, and yet blood flow and volume were not
artificially fixed as in a model.

MATERIAL AND METHODS

TIwenty-five adult mongrel dogs weighing between 9 and
24 Kg. were studied. The data from 15 of the dogs were
considered satisfactory and used in the study. Chloralose
50 mg. per Kg. and urethane 500 mg. per Kg. were used
for anesthesia in all cases, and respiration was controlled
uising intermittent positive pressure with 100 per cent
oxygen through a No. 32 endotracheal tube. The chest
was opened through the left fifth interspace and the peri-
cardium opened widely. A No. 7 Cournand catheter was
introduced into the main pulmonary artery and polyvinyl
catheters inserted into the left auricle and left ventricle.

* Presented in part before the American Federation for
Clinical Research, May, 1958.

t Present address: II. Chirurg. Univ. Klinik, Koln-
Merheim/Rh., West Germany.

t Department of Surgery.

Both catheters were 22 cm. in length; the left auricular
catheter was 1.2 mm. internal diameter and 1.8 mm. outer
diameter, the ventricular catheter was 0.6 mm. internal
diameter and 1.0 mm. outer diameter. Pressures were
recorded using a Hathaway blood pressure control unit,
Type MBC2with variable inductance gauges and a Hatha-
way oscillograph, Type S-14-C. Pressures were recorded
before the shunt was put in and before and after all cardiac
output indicator dilution determiniations, both with the
shunt open and closed. Systolic, diastolic and mean pres-
sures were measured for the left ventricle and the pulmo-
nary artery, and mean pressure for the left auricle. Mean
pressures were determined planimiletrically in all cases.

The shunt consisted of a polyviinyl tube, 4 mm. internal
diameter and 31 cm. long with a "Y" tube in the middle,
so that a side tube could be led off and attached to a
reservoir. The shunt was introduced into the left auricle
after the tip of the left auricular appendage had been
removed; the other end was introduced into the left ven-
tricle through a stab wound in the apex and both were
fastened in by purse-string sutures. (Figure 1 shows the
shunt in place.) To measure shunt flow, both limbs of
the shunt, that is, to the left auricle and to the reservoir
were unclamped, the reservoir was set at left auricular
level and the limb leading into the auricle was clamped.
Flow was then measured into the reservoir for 10 seconds
or 50 ml. This amount of blood loss did not alter blood
pressure and blood was immediately returned to the dog.
Shunt flow was measured before and after all cardiac
output determinations done with the shunt open. With
this size shunt, the regurgitant flow varied between 20 and
38 per cent of the forward flow, forward flow being meas-
ured by the dye dilution technique.

Cardiac outputs were done using the dye dilution method
of Stewart and Hamilton (6) with 5 ,uc. of radioactive iodi-
nated human serum albumin in 0.5 ml. of saline as the
indicator. The amount injected was determined by weigh-
ing the syringe before and after injection. For the left
auricular (LA) injections, a saline-filled, 2 ml. capacity
polyethylene tube was attached to the auricular catheter.
This was filled with the indicator through one limb of a
three-way stopcock, and then the contents rinsed in as
rapidly as possible with a 10 ml. saline rinse through the
other limb of the stopcock. Sample collection was begun
with the start of the rinse which was considered zero time.
The duration of the rinse was one to two seconds. Inter-
rupted samples timed by a metronome were taken from
the femoral artery at one second intervals using an 18 cm.
length of polyethylene tubing (3 mm. internal diameter
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FIG. 1.

FIG. 1. SHUNT IN PLACF. IN THE DOG

and total capacity 1.05 nil.) attached to ani indwellinig
No. 18 Cournand needle. The duration of the sampling
was 30 seconds and the voluIme of each sample varied
between 0.5 ml. and 1 ml. Blood loss was replaced after
each output, usinlg blood froml a donior dog obtained in
advance. Five-tenths ml. samples were pipetted into dis-
tilled water, mixed and counted in a well counter for onie
minute. Counts were then plotted onl semi-log paper, the
downslope extrapolated to 5 per cent of the peak concen-
tration and the curve then replotted on linear graph paper
so that the area of the curve could be calculated. Cardiac
output was calculated by the usual Stewart-Hamilton

1 60
formula (6); COP= where I = amloLnllt inijected in

counits per miniute, c = miieani conicenitrationi inl counts per

Concentration

IO,OOC

counts/min.

minute per liter, and t = time of curve. Slope was calcuL-

lated from the formula Loge Cl -Log e C2, where ClT2 -Ti
and C2 are concentrations in counts per minute per liter
and Ti and T2 are the comparable times on the downslope
of the curve. The concentrations, peak (PC), least (LC)
and recirculation (RC), and the times, appearance time
(AT), disappearance time (DT) and build-up time (BT)
are those described by XVood and Swan (7). Their deri-
vation is shown in Figure 2. Disappearance time was
taken as the time from the peak concentration to 5 per cent
of the peak concentrationl. Mean circulation time was

calculated usinlg the formula: M.C.T. = ( t) where

C = counts per miniute at time T, T = time interval in
seconids from the time of injection until the time at which
C is measured, c = mean concentration and t = time of
curve.

Cenitral blood vrolume was calculated as C.B.V. -
M.C.T. X COP. Slope volume was calculated by the

method of Newmananid co-workers (8):

cardiac output (ml. per second)S.V\, -
slope

'I'he sequenice of the output measuremiienits was varied,
so that in some dogs ani output was done first with the
shunt open and repeated after the shunt had been clamped
for 10 minutes, and in others the procedure was reversed.
In six dogs duplicate measurements were made. In seven
dogs the reproducibility of cardiac output measurements
with the shunt open and using LA injection was studied
Usinlg identical injections 10 minutes apart. In nine dogs,
dye output determinations were also obtained by injection
into pulmonary artery both with the shunt open and closed,
to compare outputs from two different injection sites.

PC. Peak Concentration A.T. Appearance Time
R.C. Recirculation Concentration B.T. Build-up Time
L.C. Least Concentration D.T. Disappearance Time

FIG. 2. TIME AND CONCENTRATIONCOMPONENTSOF THE DYE DILUTION
CURVE
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TABLE I

Data from dye dilution curves in 15 dogs

Dog Left atrial Cardiac Mean circulation Central blood Slope
No. pressure output time volume Slope volume

mm. Hg L./min. sec. ml. ml.
0* C* 0 C 0 C 0 C 0 C 0 C

5 6 7 1.08 1.13 5.7 4.9 103 92 0.72 0.85 25 22
6 8 6 0.94 1.03 10.1 10.0 158 180 0.49 0.49 32 26
7 4 3 0.56 0.68 6.3 5.7 59 65 0.30 0.98 31 12
8 7 6 1.20 1.38 7.5 7.7 151 178 0.56 0.79 36 29
9 1.13 1.15 10.2 6.2 192 119 0.32 0.62 60 31

10 9 6 0.90 0.73 6.4 7.1 96 87 0.35 0.54 42 22
11 7 6 0.85 0.84 6.7 5.9 95 83 0.55 0.98 26 14
16 4 3 1.56 1.33 9.1 9.9 236 230 0.59 0.81 44 27
17 5 5 0.67 0.71 10.1 9.2 112 109 0.31 0.36 31 33
19 5 6 1.06 1.03 12.8 11.0 226 188 0.33 0.49 54 35
20 8 7 1.16 1.16 11.7 12.7 227 245 0.42 0.44 52 44
21 2 1 1.50 1.40 7.2 7.6 180 177 0.47 0.64 53 36
22 3 2.46 2.87 7.7 6.7 316 322 0.54 0.73 78 65
23 7 4 0.78 0.82 10.0 7.6 129 104 0.34 0.48 38 29
24 4 3 2.5 2.3 8.3 7.9 345 286 0.49 0.59 78 68

Mean 5.6 4.8 1.22 1.23 9.0 8.0 175 168 0.45 0.65 45 33
S. D. i -2.3 2.1 82 80 0.12 0.19 21 16

* 0 = shuniit open; C = shunt closed.

RESULTS pressure in the auricle and ventricle when the
shunt was clamped are shown in Figure 3. In all

The basic data from the 15 dogs are slhown in cases there was an abrupt fall in left atrial pres-
Tables I and II. In these tables, only the first sure. MIean atrial pressure with the shunt open
set of outputs with the shunt open and closed was 5.6 mm. Hg and closed, 4.8 mm. Hg. The
was used. However, in six of the dogs multiple left ventricular pressure demonstrated an im-
determinations were done and used in some of the mediate rise with closing the shunt and shortly
statistical analyses. The simultaneous changes in therefater a fall to the preclosure level. Cardiac

TABLE II

Data from dye dilution curves in 15 dogs

Shunt flow
%of

Dog Appearance Build-ul) Disappearance Recirculation forward
No. time time time Peak conc. Least conc. conc. flow

sec. sec. sec. cpm/L. cpm/L. cpm/L.
O* C* 0 C 0 C 0 C 0 C

5 2 3 6 5 28.5 26 0.7 0.5
6 4 3 12 10 47 56 0.8 0.8
7 2 3 3 3 10 4 52 80 2.2 0.9
8 4 4 3 3 10 8 17 16 0.3
9 6 3 2 2 11 8 56 82 2.2 1.3

10 3 3 2 4 11 12 50 56 1.1 0.5
11 3 3 3 2 8 8 51 57 1.3 0.7 38
16 5 6 3 3 7 7 31.8 40.9 1.2 1.1 23
17 5 5 4 3 12 11 32.9 50.4 1.6 1.7 35
19 7 6 4 4 16 16 22.5 23.3 0.65 0.39 0 C
20 6 7 4 5 14 12 35 47.4 1.07 0.93 4 4 36
21 4 4 3 3 9 8 34 48 1.4 0.75 5.4 7 20
22 5 4 3 2 7 7 27.5 32 1.2 0.91 3.8 4.6 25
23 4 4 3 3 10 9 54.1 69.8 3.4 2.9 9 10 21
24 3 6 3 2 9 7 30 33 0.9 0.8 5.2 6 28

Mean 4.4 4.6 3.0 3.0 10 9 37.9 47.8 1.3 0.94 5.4 6.3
S. D. ± 12.4 19.8 0.77 0.65

* O = shunit opein; C = shunit closed.
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Shunt Open Shunt Closed

Dog #24 Shunt Closed
0.6 second

FIG. 3. ACUTE CHANGESIN LEFT AURICULAR AND VENTRICULAR PRESSUREWITH
CLOSING THE SHUNT

output with the shunt open and closed as measured
by the dye dilution method was the same, the
ratio of open to closed being 0.99 (S.D. + 0.12).
In nine dogs, with the shunt open, the output ob-
tained by injection into the pulmonary artery was

DOGof

50-

30

20

C/l/L

10

5 -

3 -

2-

I1-

X 1. L.A. OPEN C.QP .85 L/M

0 11. L.A. CLOSEDCOP .84 L/M

- ] 5 {6 2b 25 SO SECS.

FIG. 4. TYPICAL DYE DILUTION CURVES OBTAINED
WITH THE SHUNTOPENAND CLOSEDIN DOGNo. 11

colmipared to that from the left auricle. The mean

ratio of pulmonary artery to left auricle was 0.89
(S.D. 0.13). The reproducibility of the left
auricular injection outputs was determined by two

separate output measurements 10 minutes apart
with the shunt open. The ratio of the first to the
second output was 1.00 (S.D. + 0.18).

For all the dogs studied, the curve obtained with
the shunt open could be easily separated from that
with the shunt closed, by inspection. Two such
typical curves are shown in Figure 4. When the
shunt was open, the downslope was prolonged, the
disappearance time prolonged, the peak concentra-
tion less and the least concentration and recircula-
tion concentration greater. Without the control,
however, none of the measurements shown in
Tables I and II would separate the curve obtained
with the shunt open from that with the shunt
closed. Likewise, no ratios involving time or con-

centration could be found which increased the
degree of separation between the two groups. The
results for several such ratios are shown in Fig-
ures 5 and 6. The formulas used in the calcula-

tions are given in the figures except for the dis-

appearance ratio. This is calculated from a con-

centration on the downslope at a time determined
as the sum of build-up time plus peak concentra-
tion time, divided by the peak concentration.
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Forward output did not correlate with any of
the time measurements, Figure 7, (r < 0.2 for
all times) so that using output in the ratios did not

increase the separation between open and closed
measurements. Finally, no equation such as that
suggested by Korner and Schillingford (4, 5) using
both volume and flow could be developed. Their
formula was a regression equation for the re-

ciprocal of the downslope using cardiac output and
central blood volume. There was no correlation
between slope and cardiac output either with the
shunt open or closed (r = 0.17 closed and 0.29
open). Likewise, there was no correlation be-
tween slope and central blood volume (r = 0.177
closed and 0.125 open), so that no such regression

equation could be developed. Actually, the only
correlations were between central blood volume
and cardiac output (r = 0.869 closed and 0.838
open), and between slope volume and cardiac out-
put (r = 0.884 closed and 0.790 open) which are

inherent in the calculations. Finally, although the
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curve obtained with the shunt open could be

separated from that with the shunt closed, by in-
spection, the difference between the two curves

did not correlate with the per cent regurgitation
so that even with a control, no quantification was

possible.

DISCUSSION

The effect of valvular incompetence on the dye
dilutioni curve has been extensively studied both
in models and patients by several groups includ-
ing Korner and Schillingford in England (4, 5)
and Keys, Woodward, Swan, Burchell and Wood
(2, 3) at the Mayo Clinic. In theory, the effect of
incompetence would be to delay the washout of the
indicator from the heart chambers and this can be
well shown in models. For any given flow and

volume, incompetence will prolong the downslope
and lower the peak concentration. In patients,
likewise, the effect of mitral insufficiency on the

dye curve has been shown to be a prolongation of
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FIG. 5. TIME AND CONCENTRATIONRATIOS DERIVED FROM DYE DILUTION CURVES
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FIG. 6. TIAE AND CONCENTRATIONRATIOS DERIVED FROM{ DYE DILUTION CURVES

the downslope and an increase in the ratio between
least concentration and recirculation concentra-

tion, without affecting appearance time or mean

circulation time. From this work, various calcula-
tions have been developed wlich, when applied to
a dye curve, have been used to determine whether
mitral regurgitationi is present and in some cases

to quantify the regurgitation. However, the dan-
gers of applying model dyce dilution studies to
patients are very real (9) and in the patients
studied, an accurate mneasuremiient of the amounit of
regurgitation for calibration of the techniiquie may

not be obtained, depending as it does on the
surgeon's impression at operation. Therefore, it
was believed to be inmportant to evaluate the dye
dilution technique in an experimental animal prep-

aration in which the pitfalls of model work could
be avoided.

It is, of course, true that acute studies in an

experimental animal are not completely com-

parable to a clhronic disease such as mitral insuf-
ficiency in miani. The size relationship between
the left auricle and ventricle is different, the shunt
is not in the same position in relation to the flow
through the ventricle as in an incompetent mitral
valve, and the hemodynamics are altered by the
chest being opened combined witlh an extensive
surgical procedure. It was felt, however, that
these disadvantages were offset by the opportunity
to accurately control and measure the regurgitant
flow and to obtain control and regurgitant dye
curves in a systemii in which the variables of flow,
volumiie and mixinig were not artificially fixed.

A shunt of smiiall dimensions was chosen in order
to keep the regurgitant flow low so that thie use-

fulness of the dye dilution technique could be
evaluated in detecting small amounts of regurgita-
tion. WVith this shunt the per cent of regurgitation
varied between 20 and 38 per cent, which is said
not to be significant regurgitation in terms of

2040
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THE DYE DILUTION TECHNIQUEIN MITRAL INSUFFICIENCY

contraindication for mitral commissurotomy (1).
This amount of regurgitation was sufficient, how-
ever, to elevate the left auricular pressure approxi-
mately 1 ml. Hg and on clamping the shunt, a
transient rise in ventricular pressure was found
which is similar to the finding of Wiggers and
Feil (10).

Although most of the studies on the use of this
dye dilution technique to measure mitral insuf-
ficiency have been done using a cuvette oximeter
and a continuous recording system, the interrupted
sample technique was chosen for this study. \While
the frequency response may not be comparable to
a continuously recorded curve, it is a simple, well
standardized technique to obtain a dye dilution
curve (9). By this technique, satisfactory agree-
ment between cardiac output using the pulmonary
artery injection compared to left atrial injectioni
was obtained, as well as satisfactory agreement
between two left auricle injections done 10 minutes

AFPEARANCETIME

ze9
8

7

6
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4

3

2

W)Fla
18

16

14
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to.
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apart with the shunt open. Likewise, the effective
cardiac output was the same with the shunt open
or closed as mzeasured by the dye technique, wlhich
lhas been shown to be true by Braunwald, Welch
and Sarnoff, usinlg a turbine flowmeter to measure
output (11).

In spite of the small regurgitant flow chosen for
the studies, the curve obtained with the shunt
closed, which was used as a control, could al-
ways be separated from the curve taken with the
shunt open by simple inspection of the two curves.
The curve obtained with the shunt open always had
a more prolonged downslope. Without a conitrol,
however, as canl be seen by the wide range of
values in Tables I and II, no separation could be
obtained by slope or any other single measure-
ment of time or concentration applied to the curve.
It should be pointed out, however, that with one
second sampling intervals, measurements of time
components suchl as the build-up time, whicl
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range from two to five seconds, are subject to
large relative errors. Likewise, the measurement
of specific points on the curve, suclh as the peak
concentrationr, will be subject to error.

In theory, it might be expected that by combin-
ing two components of the curve whiclh are altered
in different directions by nmitral regurgitation, a
better separation could be obtained. For example,
in regurgitation, the slope is prolonged so that
the least concentration is increased while the re-
circulation concentrationi is decreased. The ratio
of these two would thus be greater in mitral in-
sufficiency than the changes in either one alone.
Various ratios including the ratio of least to re-
circulation concentration were applied to the data
as seen in Figures 5 and 6, but the wide overlap
was not appreciably altered and withlout a control
curve, no useful separation could be obtained.

This scatter between values obtained either with
the shunt open or closed is not unexpected since
the characteristics of the dye curve are dependent
on flow and volume as well, and these were varia-
ble from dog to dog. No calculation could be de-
veloped, using flow alone or flow and volume
together, which would separate the open from the
closed slhunt. This would be expecte(I from the
data, since slope, which is the major paramiieter
affected by regurgitationi, did not correlate with
cardiac output, either with the slhunit open or
closed. The wide scatter between determinations
likewise makes quantification impossible even with
a control curve.

The explanationi for the inability of the dye
curve to detect regurgitation witlhout a control and
for the inability to quantify even with a control,
would appear to rest with factors such as volume
and mixing which influence the contour of the
curve and which cannot be accurately assessed at
present. First, it is probably not possible to ob-
tain an accurate measure of the blood volumiie of
the auricle and ventricle lby use of the Stewart-
Hamilton metho(d (6). At best there is a 10 per
cent miethodical error in the calculation of central
blood volume (12). Because of this, a meaningful
correction for blood volume cainnot be made.
Secondly, variations in mixing either due to dif-
ferences in injection or to the presence of laminar
flow in the auricle or ventricle would affect the
contour of the dye curve. It has been demon-
strated by;Woodward, Swani, \Vood anid MNfarshall

(13, 14) that such incomplete mixing may occur in
the left auricle or left ventricle. Likewise, it has
l)een shown by Hoffman and Rowe (15) in
models, that the nature of the regurgitant jet and
the chamber into which it enters, affect the indi-
cator dilutioni curve. At l)resent, lno meaningful
correction for these variations can be applied to
the curve.

In spite of the variabilities, the fact remains that
with a control curve rather sm--all amounts of
regurgitation can be detected by any simple analy-
sis. In this experimiienital preparation, therefore,
the validlity of the dye dilution technique to dem-
onstrate the presenice of regurgitation seems well
established. Whetlher the technique can be re-
fined to (tuaintify reguirgitation remains to be
stl(lie(l.

(CONCLUSIONS

1. The usefulness of the dye dilution technique
for detecting mitral insufficiency in the range of
20 to 38 per cent of cardiac output was evaluated
l)y meanis of anl acuite experimental preparation in
15 dogs.

2. WAith a control, the technique was good
enough to detect smiiall amounts of regurgitation.

3. Without a conitrol, no calculation applied to

the curve would separate the opeln from the
closed shunt.

4. No quantification could be obtained even
with a control.

5. Reasons for this wide overlap rest with varia-
tiolns in volunme, miiixing and washotut, which can-

not be assessed at present.

REFERENCES

1. McDoniald, L., Dealy, J. B., Rabinowitz, M., an(d
Dexter, L. Clinical, physiological and pathological
findinigs in mitral stenosis and regurgitationi.
Medicine 1957, 36, 237.

2. Keys, J. R., Woodward, E., Jr., Swan, H. J. C.,
Burchell, H. B., and Wood, E. H. Recognition
and quantitationi of valvular insufficienicy from
indicator dilution curves (abstract). Circulation
1956, 14, 960.

3. Woodward, E., Jr., Burchell, H. B., an(d Wood, E. H.
Dilution curves associated with valvular regurgita-
tion. Proc. Mayo. Clin. 1957, 32, 518.

4. Korner, P. I., and Schillingford, J. P. The quanti-
tative estimation of valvular incompetenice by dye
dilution curves. Clini. Sci. 1955, 14, 553.

2042



THE DYE DILUTION TECHNIQUEIN MITRAL INSUFFICIENCY

5. Korner, P. I., and Schillingford, J. P. Further ob-
servations on the estimation of valvular incompe-
tence from indicator dilution curves. Cliii. Sci.
1956, 15, 417.

6. Kinsman, J. M., Moore, J. W., and Hamilton, W. F.
Studies on the circulation. I. Injection method-
Physical and mathematical considerations. Amer.
J. Physiol. 1929, 89, 322.

7. Wood, E. H., and Swan, H. J. C. Definition of
terms and symbols for description of circulatory
indicator dilution curves. J. appl. Physiol. 1954,
6, 797.

8. Newman, E. V., Merrill, M., Genecini, A., Monge,
W. R., and McKeever, W. P. The dye-dilution
method for describing the central circulation-An
analysis of factors shaping the time-concentration
curves. Circulation 1951, 4, 735.

9. Dow, P. Estimations of cardiac output and central
blood volume by dye dilution. Physiol. Rev. 1956,
36, 77.

10. Wiggers, C. J., and Feil, H. The cardio-dynamics of
mitral insufficiency. Heart 1921-22, 9, 149.

11. Brauiwald, E., Welclh, G. H., Jr., anid Sarnoff, S. J.
Hemodynamic effects of quantitatively varied ex-
perimental mitral regurgitation. Circulat. Res.
1957, 5, 639.

12. Doyle, J. T., Wilson, J. S., Lepine, C., and Warren,
J. V. An evaluation of the measurement of cardiac
output and of the so-called pulmonary blood volume
by the dye-dilution method. J. Lab. clin. Med.
1953, 41, 29.

13. Woodward, E., Jr., Swan, H. J. C., and Wood, E. H.
Evaluation of a method for detection of mitral
regurgitation from indicator-dilution curves re-
corded from the left atrium. Proc. Mayo Cliii.
1957, 32, 525.

14. Marshall, H. W., Woodward, E., Jr., and Wood, E.
H. Hemodynamic methods for differentiation of
mitral stenosis and regurgitation. Amer. J. Car-
diol. 1958, 2, 24.

15. Hoffman, J. I. E., and Rowe, G. G. Some factors
affecting indicator dilution curves in the presence
and absence of valvular incompetence. J. clin.
Invest. 1959, 38, 138.

2043


